[Image-guided radiotherapy].
The IGRT is described in its various equipment and implementation. IGRT can be based either on ionizing radiation generating 2D imaging (MV or kV) or 3D imaging (CBCT or MV-CT) or on non-ionizing radiation (ultrasound, optical imaging, MRI or radiofrequency). Adaptive radiation therapy is then presented in its principles of implementation. The function of the technicians for IGRT is then presented and the possible dose delivered by the on-board imaging is discussed. The quality control of IGRT devices is finally described.